Venous obstruction caused by a self-adhesive drape: a cautionary tale.
The use of disposable drapes during operations is becoming more widespread, and their advantages are well documented. I describe how use of such a drape led to venous constriction which caused troublesome oozing from the operative sites during sagittal split osteotomy. When the drape was removed, there was a clear red indentation on the patient's neck, and the bleeding stopped immediately. The patient made an uneventful recovery.